[Glaucoma diagnostics and corneal thickness].
In recent years the role of pachymetry in the correction of applanation tonometry values was controversially disputed. At the present time it is undoubtedly proven that central corneal thickness affects the accuracy of applanation tonometry. The dimension of this influence is 1 mmHg of pressure per 25 microm of change in corneal thickness. It is important to remember that Goldmann and Schmidt calibrated the applanation tonometer according to the central corneal thickness of their population by using the optical method. Therefore, it is first necessary to determine the corneal thickness for each examiner and his methods. The linear correction formula should be used only in the range of corneal thickness in which the formula was determined. The correction according to Orssengo and Pye and further developments in tonometry may offer alternatives for better estimation of intraocular pressure.